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ABSTRACT
The bronchial circulation is thought to be the primary blood supply for pulmonary carcinomas. Thus, we have
developed a method for imaging and quantifying changes in perfusion in the rat lung due to development of the
bronchial circulation. A dual-modality micro-CT /SPECT system was used to detect change in perfusion in two
groups of rats: controls and those with a surgically occluded left pulmonary artery. Both groups were imaged
following injections on separate days i) 2mCi of Tc99m labeled macroaggregated albumin (MAA) into the left
carotid artery (lA) and ii) a similar injection into the femoral vein (IV). The lA injection resulted in Tc99m
accumulation in capillaries of the systemic circulation including the bronchial circulation, whereas the IV resulted
in Tc99m accumulation in the pulmonary capillaries. Ordered subset expectation maximization (OSEM) was
used to reconstruct the SPECT image volumes and a Feldkamp algorithm was used to reconstruct the micro-CT
image volumes. The micro-CT and SPECT volumes were registered, the SPECT image volume was segmented
using the right and left lung boundaries defined from the micro-CT volume, and the ratio of lA radioactivity
accumulation in the left lung to IV radioactivity accumulation in both lungs was used as a measure of left lung
flow vía the bronchial circulation. This ratio was rv0.02 for the untreated rats compared to the treated animals
that had an increased flow ratio of rv0.21 40 days after left pulmonary artery occlusion. This increase in flow to
the occluded left lung vía the bronchial circulation suggests this will be a useful model for further investigating
antiangiogenic treatments.
Keywords: small animal, SPECT, micro-CT, lung perfusion imaging, dual-modality imaging, bronchial circulation, angiogenesis, rat

l. INTRODUCTION
Angiogenesis within the lung is thought to be stimulated by carcinoma, providing a blood supply for the increased
metabolism of malignant tumors. 1- 3 The ability to regulate the blood supply to these tumors is the goal of
studies on antiangiogenic drugs currently in development. 4 • 5 Although generally the bronchial circulation is
thought to provide nourishment to the airway walls 6 it has also been shown to play an important role in this
angiogenesis. 7 A model of this angiogenesis in the lung is occlusion of one of the pulmonary arteries which has
been shown to induce vessel growth in the bronchial circulation of the occluded lung lo be in rats, 8 • 9 mice 10 and
dogs 11 in an attempt to compensate for the lost perfusion via the pulmonary circulation.
l\Iedical imaging 12 is a minimally invasive way of monitoring the structurejfunction relationship of vessel
growth and organ perfusion. Vessels can be visualized using micro-CT and perfusion monitored with SPECT. 13 • 14
In particular, small animal imaging, utilizing MRI, 15 or functional CT, 16 provides an opportunity to examine
new vessel development in animals that have received treatment to promote angiogenesis. A dual-modality
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micro-CT/SPECT system provides the opportunity to observe functional changes and locate these changes
within the anatomy of the animal. Thus, we have developed a dual-modality micro-CT/SPECT system 17 to
monitor angiogenesis in rats with a surgically occluded left pulmonary artery to determine the time course of
angiogenesis within the bronchial circulation.

2. PHANTOM STUDY
2.1. Imaging System
The dual-modality imaging system consisted of a Picker DYNA TM MO gamma camera anda custom-made microCT system. The gamma camera had a 260mm diameter sodium iodide scintillation crystal and is equipped with a
5mm pinhole collimator. Data acquisition and digitization of camera output was done by a Siemens MicroDELTA
system connected over a high speed busto a Digital MicroVAX 3300. The camera was positioned in front of the
specimen which was mounted on a rotary stage (New England Affiliated Technologies) at a distance of rv60mm
(pinhole-to-object) which provided 3x magnification. The micro-CT system consisted of a Feinfocus FXE/FXT
100.20 microfocal x-ray source (with a 3J.Lm focal spot) and an image-intensifier (Thomson TH9438 HX H661
VR24) optically coupled to a CCD camera (Silicon Mountain Design SMDlM-15) as described previously. 18- 20
This equipment was mounted on a precision rail with a source-to-object distance of 350mm and a source-todetector distance of 800mm.

2.2. Imaging Methods
A calibration study was performed with a test phantom that consisted ofthree test tubes (two 14mm in diameter
and one 9mm in diameter) fixed within a 45mm diameter cylinder. Each tube was filled with equal concentrations
ofTc99m labeled macroaggregated albumin (MAA) with a total activity of2mCi. The phantom was -placed within
a plastic tube (diam=70mm) and positioned on the specimen stage The center of the pinhole was positioned at
the same height as the x-ray focal spot. The center of rotation was set so that the whole phantom was within
the field of view at all angular positions. A set of 128 projection images was acquired with an acquisition time of
20sec/view. The phantom was then imaged without relocation using the micro-CT system at 360 angular views,
with an acquisition time of 233ms/view.

2.3. Image Processing
The image processing, SPECT and micro-CT reconstruction, and the image registration of the dual-modality
data was performed on a ffiM compatible PC with an AMD Athlon XP 1900+ processor, 1GB of random access
memory and a GeForce 4 Ti4600 graphics card for 3D visualization. The operating system was Red Hat Linux
7.3 with a customized kernel.
The SPECT data was reconstructed using OSEM21 (seven iterations) and the micro-CT data using a Feldkamp22 algorithm. The OSEM algorithm was a voxel-driven23 implementation that incorporated the pinhole
geometry, an interactive center-of-rotation correction, and the geometric response of a finite-sized pinhole using
an inverse cone. 24 The micro-CT data was reconstructed using a previously described Feldkamp22 conebeam
reconstruction algorithm. 25
Using the SPECT reconstructed volume three horizontal and three verticallinescans near the center of each
tube were averaged together to obtain full-width half-maximum (FWHM) diameter measurements in voxel units.
The ratios between the known diameter of the tu bes and the estimated diameters were used to compute the voxel
dimension. This voxel dimension was multiplied by the number of voxels along one side of the reconstruction
volume to determine its overalllength. The pinhole-to-object distance was then determined by multiplying this
length by the pinhole-to-detector distance divided by the detector diameter.
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2.4. Results
Figure 1 shows a SPECT (left) and micro-CT (right) projection image of the test phantom obtained at the same
angular position prior to reconstruction. One transaxial slice through the reconstructed SPECT volume is shown
in figure 2(a). The FWHM diameter measurements indicated that the side of a voxel was "' 0.67mm, with a
resulting pinhole-to-object distance of 59.8mm. This voxel size was used in the registration algorithm. Figure 2(c)
shows the same slice through the resulting micro-CT /SPECT registered volume, where the radioactivity in the
SPECT volume is observable within the micro-CT image of the tubes.

(a) SPECT Phantom Projection

(b) Micro-CT Phantom Projection

Figure l. (a) A SPECT projection image of the test phantom. Left side of image shows projection of small tube while
right side shows superposition of the two larger tubes at this view. (b) Typieal miero-CT projection image of the test
phantom showing the small tube on the left side and the superposition of the two larger tubes on the right.

(a) SPECT Reconstruetion

(b) l\fiero-CT Reconstruction

(e) Registered micro-CT/ SPECT

Figure 2. (a) SPECT transaxial sliee through the OS-EM reconstruetion of the test phantom. (b) Miero-CT transaxial
sliee through the same phantom (e) Registered image of SPECT and micro-CT reconstructed transaxial slices.
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3. PERFUSION STUDY
3.1. Preparation Methods
Seven Spraque-Dawley rats were studied using SPECT/micro-CT. Three of the rats were anesthetized with
75mg/kg ketamine and 0.5mgfkg medetomidine hydrochloride. 26 A 15mm opening in the chest was made
between two consecutive ribs on the left side of the thorax and the left pulmonary artery separated from the
bronchus and occluded with 5-0 suture. The left lung was then reinflated and the chest closed. After the surgery
was completed an injection of 1mg/kg atipamezole hydrochloride was administered to assist in recovery. The rat
was allowed to recover for rv40 days prior to subsequent imaging studies.

3.2. Imaging Methods
Four control rats (350g ±75.5) and three rats (500g ±83.9) that received occlusion surgery 40 days prior were
imaged. Each rat was anesthetized with a mixture of 1.8mg/kg acepromazine and 82mg/kg ketamine. 26 A
retrograde left carotid artery catheter was inserted and 2.0mCi of Tc99m MAA (l.Oml volume) was injected
followed by a 0.5ml saline flush. The catheter was removed, the wound closed and the Tc99m MAA allowed to
distribute via the systemic circulation ("' 2 minutes). The rat was then placed in a plastic tube (diam=70mm)
and its thorax positioned in front of the pinhole collimator attached to the gamma camera. The object-to-pinhole
distance was set to the same distance as used in the phantom calibration study and 128 projection images were
acquired at 20sec/view. Without relocation, the rat was imaged using micro-CT with 360 angular views with an
acquisition time of 233ms/view.
Following lA imaging, the rat was allowed to recover for at least 10 Tc99m halflives prior to subsequent IV
imaging. The rat was anesthetized as before and a femoral venous catheter was inserted through which 2.0mCi
of Tc99m MAA (1ml volume) was injected. The catheter was removed, the wound closed, and the rat imaged
using SPECT and micro-CT as described above.

3.3. Image Processing
The two image volumes were then registered and segmentation was performed to identify the right and left lung in
the SPECT volume. Because both the SPECT and micro-CT image acquisitions were performed without moving
the rat, image registration required only the geometric parameters of the imaging system. The SPECT voxel size
was determined by the phantom study since the same pinhole-to-object distance was used in both studies. The
micro-CT voxel size was computed using the known source-to-object and source-to-image intensifier distances.
The alignment of the x- and y- axis was accomplished by correcting the SPECT and micro-CT projection images
for the center-of-rotation prior to reconstruction. Positioning the center of the gamma camera pinhole at the
same height as the x-ray focal spot resulted in alignment of both image volumes in the z-direction. Determination
of respective voxel sizes and x-, y-, z- alignment resulted in a mapping of the SPECT volume onto the micro-CT
volume.
The whole lung in the micro-CT volume was segmented using an interactive 3D seeded region growing
algorithm27 by choosing a seed-point within the lung and a grayscale window. The lower limit of the window
was chosen to be the mínimum grayscale value within the volume, while the upper limit was chosen to be the
maximum grayscale value within a region of interest positioned over the lung tissue free of any visible vessels.
Slices above and below the lung were eliminated to prevent the algorithm from growing into the airfilled trachea
or into regions representing reconstruction artifacts at the top or bottom portions of the volume. Morphological
closing was implemented using a 2D dilation to incorporate unsegmented areas within the lung (primarily bloodfilled vessels) followed by erosion to restore the bounderies of the region. The structuring element for these
operations was chosen to be a disc with diameter equal to that of the largest unsegmented vessel within the lung.
Once the entire lung field was segmented, the left and right lungs were identified manually.
The right and left lungs in the SPECT volume were identified by mapping the segmented micro-CT volume
onto the SPECT volume using the developed registration algorithm. Counts within the left lung of the lA image
volume and the right lung of the IV image volume were summed. The number of counts in the left lung was
compared to the counts in the right lung to determine the percentage of left ventricular output perfusing the left
lung via the bronchial circulation.
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3.4. Results
Figure 3 shows transaxial slices through the registered volumes obtained from a control rat (no left pulmonary
artery occlusion). Figure 3(a) shows activity in both lungs as well as the rest of the thorax due to the systemic
circulation after an IA injection. Figure 3(b) was obtained from the same rat and shows activity in the lungs via
the pulmonary circulation after an IV injection.

{a) Control lA Rat

{b) Control IV Rat

Figure 3. (a) Transaxial slice through the registered volume of a control rat after lA injection. {b) Transaxial slice
through the same rat after IV injection.

(a) Occluded lA Rat

(b) Occluded IV Rat

Figure 4. (a) Transaxial slice through the registered volume of a surgical occluded rat after an lA injection. (b) Transaxial
slice through the same rat after IV injection.
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Figure 4 shows transaxial images obtained from a rat 40 days following surgical occlusion of the left pulmonary
artery. In figure 4(a) one observes a substantial increase in radioactivity in the left lung, as compared to the right
lung or to the control rat image in figure 3(a), indicating an increase in perfusion derived from the bronchial
circulation. Figure 4(b) shows that the IV injection ofTc99m MAA resulted in an accumulation ofthe radiotracer
exclusive! y in the right (non-occluded) lung of the animal, where the left (occluded) lung is not perfused via the
pulmonary circulation.
The ratio between the activity in the left lung after IA injection and activity in the whole lung after IV
injection is a measure of the fraction of cardiac output that perfuses the left lung via the bronchial circulation.
The control rats had an average bronchial circulation fraction of ""2.1% whereas the left pulmonary artery
occluded rats had an average bronchial circulation fraction of 20.5% 40 days after the occlusion.

4. CONCLUSIONS
We have developed a methodology using micro-CT /SPECT imaging to quantify increase in bronchial circulation
to the left lung after occlusion of the left pulmonary artery. The method appears to be successful in registering
the lung regions withín the SPECT and micro-CT image volumes. The quantification shows an overall increase in
bronchial perfusion and future work will be aimed at analyzing the time course of this increase. This information
can then be used to examine the mechanisms involved in the inhibition of angiogenesis in the bronchial circulation.
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